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Abstract

Freezing of gait (FOG) can be assessed by clinical and instrumental methods. Clinical examination has the advantage of being 
available to most clinicians; however, it requires experience and may not reveal FOG even for cases confirmed by the medical 
history. Instrumental methods have an advantage in that they may be used for ambulatory monitoring. The aim of the present 
study was to describe and evaluate a new instrumental method based on a force sensitive resistor and Pearson’s correlation 
coefficient (Pcc) for the assessment of FOG. Nine patients with Parkinson’s disease in the “on” state walked through a corridor, 
passed through a doorway and made a U-turn. We analyzed 24 FOG episodes by computing the Pcc between one “regular/
normal” step and the rest of the steps. The Pcc reached ±1 for “normal” locomotion, while correlation diminished due to the lack 
of periodicity during FOG episodes. Gait was assessed in parallel with video. FOG episodes determined from the video were 
all detected with the proposed method. The computed duration of the FOG episodes was compared with those estimated from 
the video. The method was sensitive to various types of freezing; although no differences due to different types of freezing were 
detected. The study showed that Pcc analysis permitted the computerized detection of FOG in a simple manner analogous to 
human visual judgment, and its automation may be useful in clinical practice to provide a record of the history of FOG. 
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There are a growing number of papers concerning the 
freezing of gait (FOG) (1-7), which, however, is still a poorly 
understood phenomenon (8) commonly occurring among 
persons with advanced Parkinson’s disease (PD). This 
characteristic extends beyond the classical manifestations 
of PD: akinesia, bradykinesia, rigidity, tremor, and postural 
instability. Freezing has been observed and quantified in 
internally cued repetitive movements such as gait, speech, 
handwriting, and manual tapping tasks as a distinct feature 
of PD.

FOG significantly disturbs mobility and deteriorates 
the functionality of gait. Freezing episodes in relation to 
gait occur most frequently when starting to walk, when 
turning, when approaching destinations or obstacles, in 
narrow spaces, and, less commonly, when walking in an 
open walkway (1,3,9). FOG is not necessarily a completely 
frozen, akinetic posture. Thus, during locomotion, different 

characteristics of gait disturbances may be seen: feet may 
be “glued” to the ground (freezing) or they may change their 
normal rhythm (festination) (7,9-11). Much faster oscillations 
than the normal walking pattern may occur as the result 
of an ineffective effort to move forward. Gait festination is 
highly associated with FOG (10), suggesting that the two 
conditions may share a common pathophysiology such as 
a central timing mechanism (7). While glued to the ground, 
the lower extremities may show signs of shaking and 
asynchronous movement described as “trembling in place”. 
Further studies are needed to determine the mechanisms 
responsible for the complex pattern during FOG and to 
investigate why FOG sometimes results in a frozen akinetic 
state and sometimes in complex movements. 

Ambulatory monitoring may improve the clinical man-
agement of FOG (11-13). A reliable and easy method to 
study the frequency, timing, and intensity of FOG might 
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be used in clinical trials of new drugs or as a tool to study 
PD patients submitted to deep brain stimulation surgery 
with electrode implantation. A particularly difficult situation 
occurs when there is a lack of response to any medication 
used for PD treatment, especially in the beginning, when 
the response occurs only in the off periods or when this 
disturbance ceases to respond to levodopa. Monitoring gait 
may also possibly detect subclinical changes that could 
precede the FOG manifestation.

Gait with freezing episodes may be monitored by us-
ing different measurement systems: video (5,11), insole 
forces (14), and accelerometers (11-13). The majority of 
gait analysis systems provide information about the force 
profile exerted by each foot on the ground during walking. 
In addition to time, frequency analysis was also evaluated 
(4,11).

Our choice to apply correlation analysis as a method 
to detect FOG was based on the theory considered by 
Rodgers and Nicewander (15) and Aldrich (16). Correla-
tion is one of the oldest and most classical measures of 
interdependence between two time series (17,18) and 
has already been used for various biosignals (19-21). The 
Pearson’s correlation coefficient (Pcc) is a measure of the 
linear dependence between two signals. If the two signals 
have the same shape, the coefficient is 1. By definition, the 
correlation between two periodic/quasiperiodic signals is 
high. On the contrary, if one signal is stochastic, the correla-
tion diminishes due to the lack of periodicity. Any stochastic 
pattern of walking would diminish the Pcc value, and in our 
case it was FOG. For gait, given its quasiperiodic nature, 
the correlation between a “normal” step and the rest of the 
steps should decrease during FOG. 

In the present paper, we propose a simple method for 
the detection of complex FOG episodes where Pcc analy-
sis is applied to a series of stride force profiles recorded 

with force sensitive resistors (FSR). Consequently, FOG 
may be detected as times when the Pcc diminishes from 
values that are typical during normal locomotion. In paral-
lel, we collected signals from accelerometers attached 
to the same leg and synchronized all signals with video. 
These additional recordings were used only for evaluation 
purposes (accelerometers) and validation (video) of the 
proposed method. 

Patients and Methods

Patients 
We analyzed data from 24 episodes of FOG in 9 patients 

with advanced PD. A clinical neurologist at the Institute of 
Neurology Clinical Centre of Serbia (INCCS) recruited 9 
participants (7 males and 2 females). All patients reported a 
clinical history of FOG. Table 1 summarizes the demographic 
and clinical characteristics of the study population. The study 
was performed in accordance with the ethical standards of 
the Declaration of Helsinki. Institutional Ethics Committee 
approval was obtained and participants gave informed writ-
ten consent prior to the inclusion in the experiment. 

Experimental protocol
Patients arrived at noon at the INCCS, having taken 

their usual morning PD medications in an “on” state. One 
patient missed his morning dose. All but one of the par-
ticipants walked without assistance at a self-paced speed 
along the corridor and a small room and then walked back 
the same way (Figure 1, left top). Patients were asked to 
stand up from the chair placed in the corridor (Figure 1, left 
bottom), walk toward the room, pass a doorway, turn 180° to 
the left (U-turn) and walk the same route back, ending with 
a turn to sit back in the chair. The complex path included 
gait initiation, doorway passes, a U-turn, and a destination. 

The distance walked was 
approximately 13 meters in 
each direction. Patients were 
asked to complete two trials 
separated by a rest period of 
at least 10 min. 

Data acquisition
During walking, move-

ment of the more affected 
leg was evaluated using FSR 
(23) and a custom-made 
acquisition system using ac-
celerometers (24,25). 

Four FSR sensors were 
mounted on the shoe insole 
in a standard manner (Figure 
1, right top). In parallel, six 
3-axis ADXL330 (Analog De-
vices, USA) accelerometers 

Table 1. Patient demographics.

Subject Gender Age (years) Time since 
diagnosis (years)

H&Y scale Number of FOG episodes

1st trial 2nd trial 

1 M 70 11 3.5 4 4
2 M 57  4 4.0 6 4
3 M 70 18 1.5 0 0
4 M 77 14 2.0 1 -
5 M 63  6 3.0 3 -
6 M 79  4 3.0 1 -
7 F 78 14 2.5 1 -
8 F 63 15 1.5 0 0
9 M 77  6 3.0 0 0
Range 7 M + 2 F 57-79 4-18 1.5-4 0-6 0-4
Mean ± SD 70.4 ± 7.9 10.2 ± 5.3 2.7 ± 0.87 1.8 ± 1.84 1.6 ± 1.92

FOG = freezing of gait; M = male; F = female. H&Y = Hoehn and Yahr scale (Ref. 22). 
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with appropriate signal conditioning circuitry were secured 
to the ends of 3 light bars (26). The bars were attached with 
tape along the foot, the shank and thigh (Figure 1, right top 
and bottom). The accelerometers were positioned so that 
one direction of the sensor pointed along the length of the 
bar, while the other two directions pointed perpendicular 
to it. The data used in this study were collected from the 
measurements in the direction perpendicular to the axes 
of foot, shank and thigh only. The leads from the six ac-
celerometers were fastened to the foot, shank and thigh, 
leaving enough slack so as not to hinder motion. 

The voltages from the FSR and the accelerometers 
were recorded by a portable custom-made data acquisi-
tion system consisting of a battery-operated mobile unit 
and a stationary data-acquisition computer at a rate of 
166 samples per second, with a 10-bit resolution (27). The 
wireless link between the mobile and stationary unit was 
based on the Bluetooth standard. The maximal range of 
the link was 100 m. The stationary unit was a remote PC-
based computer with the appropriate software to control the 
measurement and acquisition procedure (start, stop, and 
the channels to be monitored). The software could be used 
for online monitoring of the measurement signals as well as 
for the recording of acquired signals and displaying saved 
signals (27). The mobile unit was a small, light device that 
communicated with the stationary unit and was worn by the 
subject while walking (Figure 1, bottom left). 

All walking trials were recorded with a digital video 
camera (Canon, G7). Synchronization of data from the 
acquisition system with the video recordings was achieved 
by obtaining an image frame of the LED that lit up when the 
data logging was initiated (Figure 1, left bottom).

Data analysis
Periods of FOG episodes were studied from the three 

sources: video recordings, ground reaction forces and ac-
celerations. Raw data were continuously visually inspected 
and processed with MatLab (ver. 7.3.0 (2006b), MathWorks 
Inc., USA). Signals were low-pass filtered with a 4th-order 
Butterworth filter using a cut-off frequency of 10 Hz. 

We analyzed the time series of ground reaction forces 
with Pcc (FSR). In the analyzing procedure, one step from 
the sequence of “normal” locomotion was first selected. 
This step was used to compute the correlation coefficient 
by means of Pcc with the entire gait record. Steps from the 
FSR records yielding Pearson’s peaks that were deviated 
from ±1 were considered to be “irregular”. We hypothesized 
that the decrease of these peaks was the result of complex 
freezing episodes.

Evaluation/validation
Video recordings were used for method validation. The 

computed Pcc was plotted in parallel to the video signal 
and FSR record. Visually identified FOGs from the video 
were compared with those determined via Pcc (FSR). In this 

study, accelerations were only used for the confirmation of 
the gait pattern. Finally, we compared the duration of FOG 
intervals determined by the two methods, Pcc (FSR) and 
video. The relative difference in duration was estimated 
with the following equation: Δ = (tvideo - tpcc) / tvideo, and 
reported as percent.

Results

A total of 24 FOG episodes occurred during 14 trials of 
9 subjects (Table 1). Patients experienced episodes of FOG 
ranging from 0 to 6 per subject, per trial (Table 1, last two 
columns). Three patients (#3, #8, and #9) did not freeze 
during the experiment. Four patients (#4-#7) completed one 
trial only. We applied the Pcc method to all FSR records.

An example of FOG detection with different sensors 
is illustrated in Figure 2. Video (a), accelerations from the 
foot, shank and thigh (b) and ground reaction forces from 
the foot (c) all revealed a FOG episode. When Pcc was  

Figure 1. Experimental setup. Left top, Patients walked through 
the corridor, passed through a doorway, made a 180° left turn, 
and walked back the same way. Right top, Sensors used: 
ADXL330 and FSR (23-25). Left bottom, Starting position. The 
LED for synchronization between the acquisition system (19) 
and the video is in the white rectangle. Right bottom, Red, blue, 
and yellow bars with pairs of accelerometers are attached to the 
thigh, shank, and foot (26). FSR = force sensitive resistor.
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applied to the FSR (d), a decrease of Pcc peaks 
was noticeable during the FOG episode. A good 
match between a, b, c, and d is emphasized 
in the dashed window. The data illustrated in 
Figure 2 were collected from PD patient #2 in 
a second trial.

An example of the application of Pcc to nor-
mal locomotion with a period of “small steps” is 
illustrated in Figure 3. First, one “normal” step 
(thick line) was selected from the force record 
during regular locomotion (a). Subsequently, 
Pearson’s correlation coefficient was computed 
between the selected normal step and the en-
tire record (b). Pcc values reached ±1, except 
during “small steps”. This irregularity occurred 
while the patient approached the door and was 
confirmed with the video (Figure 3c, light bar at 
bottom). The period of FOG with “small steps” 
is highlighted in the dotted window in Figure 3. 
The relative difference between the times of 
the FOG episode, as determined by the two 
methods, video and Pcc, was less than 0.7%. 
The data illustrated in Figure 3 were collected 
from PD patient #5 in the first trial.

An example of the Pcc-based evaluation 
of freezing episodes in relation to several dif-
ferent obstacles is presented in Figure 4. This 
procedure involved the selection of a “normal/
regular” step (thick line) from a plot of ground 
reaction forces (a) followed by the computa-
tion of the Pcc (b). During normal walking, Pcc 
values oscillated between ±1, and just before 
the obstacles ±1 peaks were observed. This 
result occurred six times during this record, as 

shown in Figure 4. These times were compared 
to the times of FOG episodes estimated from 
the video (Figure 4c, light bars at bottom). The 
relative difference for 6 FOG episodes was, at 
most, 0.6%. The data presented in Figure 4 
were collected from PD patient #2 in the first 
trial. Figure 4 also illustrates various irregular 
freezing patterns observed. Akinetic freezing 
was observed before Door 1; “small steps” 
were observed in four instances (ahead of Line 
1, Door 2, Line 2 and approaching the Chair); 
and asynchronous complex movement, followed 
by “small steps”, was observed during turning. 
The gait pattern was also slightly altered while 
patients approached an array of red floor tiles 
(Figure 1, left top). This was defined as line 1 in 
one walking direction and line 2 in the opposite 
direction. 

Steps used in the computation of the Pcc 
were visually selected from periods of “normal” 
locomotion. Figure 5 illustrates the effect of this 

Figure 3. Example of the application of Pearson’s correlation coefficient (Pcc) 
to walking with characteristic “small steps”. a, Force from insole and a selected 
“normal” step (thick line n). b, Pcc computed between a “normal” step and the 
entire record oscillates around ±1 except during “small steps”. c, The video shows 
locomotion (dark bars) and an episode with “small steps” (light bar) during which 
the Pcc range was reduced. Note: The large window (dotted rectangle) depicts a 
FOG episode in a, b, and c. Data are for Parkinson’s disease patient #5 in the first 
trial while the subject was approaching the door. FOG = freezing of gait.

Figure 2. An example of freezing of gait (FOG) detection using Pearson’s cor-
relation coefficient (Pcc) analysis. a, Locomotion (dark bar) and FOG (light bar) 
episode determined from the video for validation of the method. b, Acceleration 
of the right thigh (black line), shank (dark gray line), and foot (light gray line) is 
quiet during FOG. c, The signal of the ground reaction force was computed as 
the sum of signals from 4 FSR sensors attached to the right shoe insole. One 
“regular/normal” step (thick line n) was selected. d, Pcc was computed between 
a “normal/regular” step (thick line n) and the full record from c. Extreme Pcc 
values oscillate between -1 and 1. A linear envelope (dashed line) was created 
from Pcc peaks with values under ±1. Note: The large window (dotted rectangle) 
indicates FOG in a, b, c, and d. Data are for Parkinson’s disease subject #2 in a 
second trial. FSR = force sensitive resistor.
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selection. For the illustration, two steps - ”normal” 
(thick line n) and “freezing” (thick line f) - were 
selected (a), and “Pcc n” (b) and “Pcc f ” (c) were 
computed, respectively. A video was recorded 
in parallel (d). The difference between peaks of 
“Pcc n” and “Pcc f ” is noticeable. In “Pcc n”, but 
not in “Pcc f ”, peaks were within the ±1 interval 
during normal walking. The FOG interval was 
noticeable for “Pcc n”. When compared to the 
video record, the relative difference in duration 
was less than 0.4% maximum. 

We compared the Pcc (FSR) method with the 
video. FOG episodes identified from the video 
corresponded to those detected with Pcc (FSR). 
The times of all 24 FOG episodes were evaluated 
using Pcc and compared to the times estimated 
from the video, as shown in Table 2. The relative 
mean (± SD) difference in percentage between 
the two methods was 0.84 ± 0.39. The signals 
from the accelerometers followed these results 
and are included in a separate publication. Finally, 
the method was sensitive to the value of Pcc 
(Table 3) that was used for the determination of 
FOG duration. These rather small differences 
may have been patient specific.

Discussion

Nine PD patients with a medical history of 
FOG wore force-sensitive insoles that assessed 
gait during comfortable walking. In parallel, gait 
was assessed with accelerometers fixed to bars 
attached to the patients’ leg segments. Each ses-
sion was synchronized with video. Three sources 
(video, accelerometer (ACC), FSR sensors) 
were used in this study in order to obtain parallel 
records of FOG. The objective was to use one 
sensor (FSR or ACC) with a simple mathematical 
algorithm and to validate these findings using the 
video. Here, we proposed a simple mathemati-
cal algorithm (Pearson’s correlation coefficient) 

Figure 4. Illustration of the Pearson’s correlation coefficient (Pcc) method in 
different walking situations. a, “Normal/regular” step was selected (thick line 
n) from a ground reaction force; b, Pcc was computed from a. Peaks oscillate 
around ±1 during locomotion and decrease just ahead of various obstacles. 
c, Six FOG episodes from the video (light bars) during which the Pcc range 
was reduced. Note: Line, Door, U-turn (Start-Stop), and Chair are indicated 
with arrows at the bottom. Index 1 (Door 1, Line 1) is for one walking direction 
and index 2 (Door 2, Line 2) is for the opposite direction (Figure 1, left top). 
Data are for Parkinson’s disease patient #2 in the first trial. FOG = freezing 
of gait.

Figure 5. Selection of a step for the computation of Pearson’s correlation 
coefficient (Pcc). a, “Normal” (thick line n) and “freezing” (thick line f ) steps 
selected from walking and freezing episodes, respectively; b, “Pcc n” com-
puted from a with a “normal” step; c, “Pcc f ” computed from a with a “freez-
ing” step; d, Locomotion (dark bar) and freezing (light bar) were estimated 
from the video. The reduction of the Pcc range matched freezing in b, but not 
in c. Please note the difference between peaks of “Pcc n” and “Pcc f ”. FOG 
= freezing of gait.

Table 2. Comparison of Pcc (FSR) with video data.

Duration of 
FOG episode

Video [s] FSR 
(Pcc ≤0.9) [s]

Relative 
difference Δ[%]

TFOG1 3.81 3.85 1.05
TFOG2 1.86 1.87 0.54

:.
TFOG24 9.33 9.23 1.07
Mean ± SD 5.43 ± 1.69 5.60 ± 1.68 0.84 ± 0.39

Pcc = Pearson’s correlation coefficient; FSR = force sensitive re-
sistor; FOG = freezing of gait.

Table 3. Sensitivity analysis. 

Pearson’s correlation 
coefficient, Pcc

Relative difference Δ[%] 
(mean ± SD)

0.85 0.89 ± 1.02
0.90 0.84 ± 0.39
0.95 1.70 ± 1.45
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